Patency of ventriculo-atrial shunt determined radiologically.
A radiologic method for assessment of the patency of ventriculo-atrial shunts is described together with a safe technique for gas encephalography of patients with ventriculo-atrial shunt. Despite discontinuity the shunting system may be functioning.